[Radiotom 804--a new high frequency surgical instrument in urology].
This paper presents a new high-frequency electrosurgical unit with better adaptation to the patient and more exact adjustment of the output. This high-frequency electrosurgical unit was tested in more than 1000 open and transurethral operations and was found reliable.